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Typical Installation

1. Letters in the boxes indicate markings from original Couch station.

2. (B) is BUZZER TERMINAL

3. (C) Power 24V

4. Terminals 1-2-3 typically connect to Corridor Light, Annunciator Light and/or 
other indicator lights.

Specifications

ELECTRICAL (H-521 only) Nurse call lamp, Black & White wires
Current & Voltage Rating: Lamp 28V @ .04A

SIZE MEASUREMENTS

Plate: 4.5" x 2.75" (1 Gang)
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